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It is demonstrated that ultrahigh-resolution angular measurement can be achieved via surface-plasmon-
resonance excitation in which the phase difference between p- and s-polarized reflected waves is monitored
as a function of the incidence angle. Resolutions down to 1.910−6 deg are obtained by performing the mea-
surements at optimal incident wavelengths. This represents an order of magnitude improvement compared
with previously reported values. © 2005 Optical Society of America
OCIS codes: 240.6680, 120.5050.
Ever since the introduction of various optical meth-
ods in the excitation of the surface plasmon reso-
nance (SPR) at a metal–dielectric interface,1 it has
been widely recognized that such an excitation can be
utilized to achieve sensing (or monitoring) of various
interfacial phenomena with ultrahigh sensitivity. Ap-
plications include, for example, biosensing,2 film-
thickness sensing,3 laser-ablation monitoring,4 and
temperature sensing.4–7 Recently, it was
demonstrated8 that this SPR monitoring technique
can also be applied to achieve very accurate angular
measurements, down to 210−5 deg.
In this approach it is most usual to adopt the at-
tenuated total reflection method to couple the inci-
dent light into the collective oscillation of the free
electrons at the interface, leading to a dip in the re-
flection spectrum, which is then monitored to follow
any changes that take place in the proximity.1 In
common practice there are at least four choices of pa-
rameters that one can monitor to accomplish the SPR
sensing process. These are (i) the change in the reso-
nant angle (angular interrogation); (ii) the change in
the reflectance at a fixed angle of incidence (intensity
interrogation); (iii) the change in the resonant wave-
length at fixed angle of incidence (wavelength inter-
rogation); and (iv) the phase difference between p-
and s-polarized light in the reflection spectrum2
(phase interrogation).
Among these various monitoring techniques, it has
been quite well established that the phase interroga-
tion technique is by far the most sensitive one in
many applications.2,7 In fact, the recent very fine an-
gular measurement reported in Ref. 8 and mentioned
above was achieved by using this technique. More-
over, in Ref. 8 (and in most of the previous work uti-
lizing this phase method) all the measurements were
done at one fixed incident wavelength. In the present
work we study this method for angular measure-
ments at different incident wavelengths, which leads
to the conclusion that an even higher accuracy of an-
gular measurement can be achieved by optimizing
the incident wavelengths. This is consistent with our
other recent work in the application of the SPR tech-
nique to temperature measurements.7
The experimental setup, as depicted in Fig. 1, is
identical to that used in Ref. 7. This is slightly differ-
ent from the one used previously in Ref. 8, in that
several laser wavelengths are used in our experi-
ment. The light from the source is introduced
through a polarizer into an electro-optic modulator
(ConOptics) with the fast axis in the horizontal direc-
tion and then reflected from a 45°-45°-90° triangular
fused-quartz prism with refractive index n=1.4584
that is coated with a thin metal (Ag) film. The laser
light then goes through analyzer ANt. Both the trans-
mission axis of the polarizer and analyzer are at 45°
relative to the horizontal direction. The light is then
detected by a photodetector, and the converted elec-
tric signal from the photodetector is phase locked by
a lock-in amplifier (Stanford Research SR830). A saw-
tooth signal is applied to the electro-optic modulator,
and the sawtooth voltage is used as the phase-locking
reference. By measuring the signal intensity and by
Fig. 1. Experimental setup of phase detection system. P,
polarizer; ANt, analyzer; Dt, photodetector.
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assuming almost unity reflectivity for the s wave, the
relative phase difference between the p and the s
waves arriving at the photodetector can finally be
calculated by using Jones calculus.7
The relative phase p−s can also be computed
theoretically by using the standard Fresnel formulas.
Figure 2(a) shows the theoretical results as a func-
tion of incident angle for four different wavelengths
of light. The Ag film thickness is fixed at 50 nm, and
the optical constants are taken from Ref. 7, in which
these constants were fitted by using the Drude
model. In Fig. 2(b) we also show the enhancement
factor  of the corresponding curves in Fig. 2(a). This
enhancement factor  is defined as the absolute value
of the slopes: =  /, where  is the relative phase
and  is the angle of incidence. The resolution of the
angle measurement can be determined to be 
= /, where  and  are the measurement reso-
lutions for the angle of incidence  and for the lock-in
amplifier, respectively. The minimum increment of 
is fixed at 0.02° for the experiment. Since the angular
resolution of the lock-in amplifier  is 0.01° and the
enhancement factor  is larger than 1, the resolution
of the angular measurement can be larger than that
of the lock-in amplifier. The larger the enhancement
factor  that we can obtain, the better the resolution
of the angular measurement. From the simulation re-
sults, two phase change behaviors are observed with
a critical wavelength c900 nm. In case (i), wave-
lengths below c, the overall phase change is about
360° across the SPR resonance angle; in case (ii), for
wavelengths above c, the corresponding overall
phase change is close to 0°. This phenomenon has
been well established in the literature,7,9,10 and was
previously explained in detail by use of a plot of the
imaginary versus the real part of the p-wave reflec-
tion amplitude, in which the two cases mentioned
above were clearly demonstrated for incident wave-
lengths both below and above the critical value.7 It
should also be noted that the behaviors in the two
cases can be the converse for other thickness values
of the Ag film. Furthermore, from the results for the
enhancement factor , it is seen that for case (i) a
longer incident wavelength will lead to steeper slopes
and larger , whereas for case (ii) the opposite behav-
ior is seen. Hence one may expect that finer resolu-
tion in angular measurement can be attained by us-
ing longer wavelengths below c, but once c is
exceeded, optimization takes the other direction. In
the following, we are going to illustrate this effect by
carrying out some measurements at the four wave-
lengths used in the theoretical calculations in Fig. 2.
Figure 3 shows the corresponding measurements
of the relative phase and the enhancement factor 
for the four wavelengths, with two above and two be-
low c. The resonant angles of the SPR excitation in
Fig. 3(a) have been verified independently by reflec-
tance measurements. From Fig. 3(b), the peak value
of the enhancement factor  at 945 nm incident
wavelength reaches a value of almost 5380, implying
that the best resolution of the angular measurement
in the present experiment can be as small as 1.9
10−6 deg, which is an order of magnitude smaller
than previously reported values.8 Figure 4 shows the
simulated maximum enhancement factor  as a func-
tion of incident wavelength, from which the role of
the critical wavelength can be clearly seen. We have
also plotted the four data obtained in our experiment
in Fig. 4. It is seen that, just like the comparison be-
tween the theoretical and the experimental results in
Figs. 2 and 3, only qualitative agreement was ob-
tained in our present work between theory and ex-
periment. This is likely due to the uncertainty of
many factors, which include the exact value of the Ag
film thickness, possible oxidation of the film, the ac-
curacy of the optical constants9,10 used in the simula-
tion, and the limitation of the resolution of the mea-
surements close to resonance. In addition, the
imperfect nature (e.g., roughness) of the film will also
lead to much lower values for the enhancement fac-
tor, as is well known in the case of intensity
interrogation.1 But within these limitations, we
think that both our simulation and our experimental
data confirm the effect that we are trying to demon-
strate, that is, the existence of a critical wavelength
and the way to optimize these angular measure-
ments by controlling the incident wavelengths. We
note that there is still room for further optimization
Fig. 2. Theoretical results: (a) relative phase p−s; (b)
the corresponding enhancement factor  as a function of in-
cidence angle for four different wavelengths of light.
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of the resolution by adjusting the Ag film thickness.1
One has just to bear in mind that the value of the
critical wavelength will change when the film thick-
ness varies. The main goal of our present work is,
however, to demonstrate the existence of such a
wavelength by fixing the film thickness at a value
close to the optimal one.
In this work, we have demonstrated, both theoreti-
cally and experimentally, that the recent finely re-
solved angular measurement8 by SPR heterodyne in-
terferometry can be further improved by optimizing
the incident wavelengths for the optical excitation of
the surface plasmon. One just has to be aware of
whether the wavelength used is above or below a cer-
tain critical value, across which the phase change be-
havior flips from one pattern to another. The physical
origin of this crossover behavior in the phase as a
function of incident angle is complicated7; it depends
crucially on two damping rates of the surface plas-
mon, namely, the internal damping and the radiative
damping as defined in Ref. 1. It can be argued that in
the case with smaller internal damping the longer in-
cident wavelength will definitely lead to finer resolu-
tion in the angular measurement.7 In our present
study we have obtained a resolution down to 1.3
10−6 deg from our simulation and down to 1.9
10−6 deg from our measurement with the incident
wavelength set at 945 nm. As a final remark, we
point out that such fine measurement is not diffrac-
tion limited, since it is the relative phase change be-
tween the s and the p waves that is being monitored,
and the fine angular resolution is obtained by a cali-
bration of these measured phase shifts. Hence the
worry that the uncertainty principle may lead to a re-
quirement for optical systems of huge dimensions is
not a concern in our experiment.
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Fig. 3. Experimental results: (a) relative phase p−s;
(b) the corresponding enhancement factor  as a function of
incidence angle for the four wavelengths used in Fig. 2.
Fig. 4. Theoretical and experimental results for the maxi-
mum enhancement factor  as a function of incident
wavelength.
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